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Conformity Check Indication

Atlas Copco Tools Central Europe GmbH  
Langemarckstraße 35, D-45141 Essen
cal-service@de.atlascopco.com
www.atlascopco.com/nl-be/itba/service    |    www.atlascopco.com/nl-nl/itba/service

The following order options are available (please select):

The standard DIN EN ISO/IEC 17025:2018 “General requirements for the competence of testing and calibration 
laboratories” requires the definition of decision rules regarding a possible statement of conformity. In the calibration 
laboratories at Atlas Copco, we have decided to take the uncertainty of measurement determined during the calibra-

tion of the measuring equipment into account in 
all circumstances. 

The specification limit is the permissible devia-
tion specified by customers. However, the de-
tected deviation (X) must be taken into account 
with regard to the measurement uncertainty 
associated with the measurement result within 
the specification.

This means the conformity check is only to be 
considered positive for  case 1:

The deviation + Uncertainty < Specification

If a conformity assessment is required by the customer, this must be ordered separately for each calibration in future.

According to the DIN EN ISO/IEC 17025:2018 standard, the basis of the specification for conformity check must be 
defined when the order is placed.

Select Order option 1
Result report without conformity check

If we do not have any information on the conformity check when the order is placed, this will  
be not carried out. You will receive your measuring equipment after calibration with result report
without conformity check from us.

Case 4

Case 3

Case 2

Case 1

Case 4: outside of specication limits

Case 3: outside of specication limits

Case 2: outside of specication limits

Case1: inside of specication limits

Speci�cation limits

Passed Failed
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Langemarckstraße 35, D-45141 Essen
cal-service@de.atlascopco.com
www.atlascopco.com/de-de/itba/service

Select Order option 2
Result report with conformity check; specification according to laboratory recommendation*

*The laboratory recommendation is based on results data from Atlas Copco devices. Therefore, a deviation with third-party 
devices cannot be excluded. A specification according to customer requirements may be useful, see order option 3.

Torque Permissable deviation**

Drehmomentsensoren
DIN 51309; VDI/VDE 2646; Euramet cg-14

0,5 %

Anzeige Drehmomentschlüssel
DKD-R 3-7

0,5 %

Kalibriereinrichtungen für Drehmomentschraubwerkzeuge
DKD-R 10-8

1,0 %

Handbetätigte Drehmomentschraubwerkzeuge
DIN EN ISO 6789

4,0 % (>10 Nm)
6,0 % (≤10 Nm)

Angle

Torque sensors
VDI/VDE 2648 Sheet 1

1,5°

Torque wrenches
VDI/VDE 2648 Sheet 2

3,6°

Force

Force sensors
DIN EN ISO 376; DKD-R 3-3

0,5 %

Electrical Calibration for Atlas Copco Display Devices

ACTA 2000/3000/5000, STwrench Controller (Gyro) 0,75 %

STa6000, STwrench Controller (Torque),  
Measuring Bench BLM/STbench, MRTT-C

0,25 %

Select Order option 3
Result report with conformity check; specification according to customer requirements

            Please enter the tolerances according to your specifications in the following table:
Torque Permissible deviation**

Torque sensors
DIN 51309; VDI/VDE 2646; Euramet cg-14

Display Torque wrenches
DKD-R 3-7

Test application for tightening tools (torque)
DKD-R 10-8

Hand-operated tightening tools (torque)
DIN EN ISO 6789

Angle

Torque sensors
VDI/VDE 2648 Sheet 1

Torque wrenches
VDI/VDE 2648 Sheet 2

Force

Force sensors
DIN EN ISO 376; DKD-R 3-3

Electrical Calibration for Atlas Copco Display Devices

ACTA 2000/3000/5000

STa6000

STwrench Controller (Torque)

STwrench Controller (Gyro)

Messbank BLM/Stbench

MRTT-C
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Place, Date:  Signature:

Stand: 08/2022

Conformity Check Indication

If the group definition for your measuring equipment according to the above table is not possible, 
you can alternatively enter tolerances per measuring equipment according to the listed example in 
the following table. If required, our consulting experts will be happy to support you.

Measuring equipment Permissable deviation**

Type  Serial number Device ID Torque  
in %

Angle 
 in °

Display unit  
in %

IRTT-B 180A 12345 PM587AS 2,0 3,6 0,8

Example:

Your specifications:

**Note: The permissible deviations specified with this document do not yet include the measurement uncertainties determined 
during calibration.

Measuring equipment Permissable deviation**

Type  Serial number Device ID Torque  
in %

Angle 
in °

Display unit  
in %
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